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1

MISSOURI DEPARTMENT OF HEALTH , o
STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV/RBT IV MAINTENANCE REPORT

Complele this report in duplicale at the time of the regular monthiy preventive maintenancs check and whenever mstrumant Is tapaired.
Send copy 10 Deparimant of Health; ratain origineal In depariment fils,

DATE OF INSPECTION ; .

ALCO BENSOR [V BN RAT IV 8N

0& ") Huy 026 3890, 45y O\ \1-Y0\%
LOGCATION OF INBTRUMENT {STRLET AND CiTY) TINE OF INSFECTION
AR ST-chacles Rock Road, Breckenrida e Ar N § >3133 Wpucs

CHECKLIST: Place a chack (v) lo the lelt of each item If found to be satlsfactory or I oparating within eslab[iahed limite. {Write
in observed values where determined.) Unchecked itams must be corracted befors using Instruments.

E DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

&) TEMPERATURE OF ALCO SENSOR (10°C ~ 40°G) X3

[Xf PRINTER WORKING PROPERLY

&7 TIME AND DATE DISPLAYING PROPERLY

@’ CALIBRATIONCHECK - . -
Run three tests vsing a standard sotutlon All three lesls must be within & 5% of the standard value and must have & spread

of 005 or less. Chack the box corresponding to the standard solution being used, (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.085% and 0,105% INCLUSIVE
) 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO.BE USED PER MAINTENANCE REFQRT)

Aol AoY

_[XJ’SlMULATon TEMPERATURE (34°% .2°C) 244 9 ©

TEST3 &

A0

TEST1 ¥ TEST2 ¥

[X] RFI DETECTOR OPERATING

BI NUMBER OF REFUSALS, SINGE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS FOLLOWS:
{DO NOT INCLUDE SIMULATOR TESTS)

{.15-18) - (Over 19} —

REFUSALS O (0-04) - {05..08) (10-.14) —

List any now parls and describe any alleralioa or modilication that was made 16 rastore the instrument 1o operate salisfactority and within established
limits (use other slde il necessary)

_Gro\ Lodacadpries. Lo
INSPECTING OFFICER

PHINT NAME

$IGNATURE 5 s : shpm

}S{JWQM 5’?5” M Auae | ?(QQSON )

TYPE 1 FEAMIT NUMBERVEXPIRATION DATE TELEPHONE NUMBER T
XV00R, 05U - do\3 S[U-Hd6-1¥1Y

T

MG 550-1451 (4-04)

AM EQUAL OFPOATUIBTY/AFFIRAATIVE ACTION EMPLOVER
Varvites pronidyd On 3 RENGNCIIMAtary Basin ©

LAB 114
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®
GUTH LABORATORIES, INC,

55 NORTH 6Tth STREET ¢ WARRIBBURG, PA 17411 4511 © TELEPHONE! T{7-604-6470

b
i

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 12100 of

Alcohol Reference Sofution for Simulator were analyzed by

- gas chromatography on July 20, 2012, using a Perkin Elmer Gas Chromatograph

' PAGE 3

1

Autosystem XL S/N: 610N9030209, and found to contain ~ 0:1217% (w/vol)

ethyl alcohol. The expiration dute {or this lot
number is July 18,2014 at 11:59 PPM.

When used in a calibrated Simulator, operating at

T3S IO thisT$6TutTen Wil Tgive @ Breath “aledhaf T T

analysis instrument rcading of 0.100 g/210L +/- 3%.

! The alcohol and water used in this solution were

free of test interfering substances.

3

Ted L. Pauley, Presidént
GUTH LABORATORIES, INC.

NIST Traceability:

i

Testing was conducted using Cerilttant Reference Standard lot number FN122211-02 whose

values are traceable (o NIST.

All balances are calibrated annually hy un outside ugum.‘_i’ wsing NIST (raceable weights,

Calibration verification is done priar (0 ¢cach use wiilizing NIST traceahle weights.
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‘
H

v L4 +

2 JU Serial no! @%7444 !
Version not BE4C

TEST RECORD 0BE7S
8/

Temp Date Time 210L

fir Blank!

a1/17/13 #3132 . 000
Calihration Check:
o3 81717712 23123 . 161

SubJect Hane

gubdect 1,0,

Orerator Names 1.1, m
5wamg

Location

O, 3R &1 Crasies RodeRon)
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1

£S5 1V Serisl not Q97444
Version not BB4C

TEST RECORY 0Be76 .
ad
Temp Dale Time 216L

[ s L A L Kt o LBk e

Alr Elank: i

1717413 22535 604 '
Calibrstion Check: )
o3 G1/17713 23535 182

U

SubJect Name

Subdect I.D. .

Dperator Hame. 1.0,

Q“UUaz:i?3
Locntlon

Q133 8. Mﬂe&(%ok Roqé

JAN-18-13 0:13;

3
[}

PAGE 8
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AS IV Serial not 897444
Uersion not 884c

TEST RECORD 06677
5’ . B/ ¢ i
) Tems  Date  Time 216L
fitr Blonkt )
61/12/13 23:%¢ . 600
! Calibration Check: \
' 24 9i/17013 23136 , 168

Subdect Name

Subdzct I,D, T
Orerator Mame, 1.0, »

STl g Seraa ¥ o
Location

AN ST hafies PookRen, |
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7S TU Serial nos B97444
Vergion ned G640

TEST RECORD 68478 )
B
Temp Date Tine 2Z1€L
Uoid: RFI
12 01717/12 25:38

Suhdect Mame

b sect 1.0,

Orerator Hame: [0,

SWTW . "q-?,v

Location
ALY2 g Aadles oot B o
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State of Missourl
DEPARTMENT OF HEALTH

PERMIT -
CTYPEN

- - MICHAEL PRESSON

JAN-18-13 0:18; PAGE

la haereby authorized to Instruct and supervise operatars, tealn Instructors, Inspect, _
calibrate, perform field-repalre, and operate the following breath analyzer(s): S

INTOXILYZER 5000; AS-IV W/PRINTER

for the datermination of the aicohollo content of blood from & sampts of expired (alveolar)
alr. lssued under the provisions of sections 677.020 through 677.041 %8)560 1688

L 05/24/2011
s 210081

moiee 93/2412013 .

MO 88-0TH (148




